INTRODUCTION
Hypothermia occurs as the core temperature decreases below 35 °C. Many patients become hypothermic after severe injury due to environmental exposure during transportation, infusion of cold fluids, and decreased ability to maintain normal core body temperature (37 °C). Patients with severe trauma die because of hypothermia, metabolic acidosis and coagulopathy, this phenomenon is known as the lethal triangle (Beekley et al and Gill et al.) . Studies have shown the outcome of trauma patients with hypothermia are far worse than those with either trauma or hypothermia alone. It has also been shown resuscitation requirements are increased with trauma patients who become hypothermic (Jurkovich et al and Mizushima et al.) . Internal warming has been considered the most effective for rewarming severely hypothermic patients which involve infusion of warm fluids. In combat settings, a fluid warmer with portability and minimal power requirement capabilities would greatly improve the treatment of injured who are in need of fluid replacement and return core body temperature as quickly as possible to normal and prevent further complications associated with hypothermia.
The University of Nevada School of Medicine (UNSOM) and Rocky Research have developed a new temperature conditioning blood and fluid infusion/transfusion technology which can be operated with electrical power, but incorporates high power density thermal battery technology to allow for rapid fluid heating without any electric energy demand. This will allow for fast blood infusion and transfusion during electric power loss periods as well as in battle field locations without access to electrical power and will thereby dramatically increase the response capability of medical personnel in the battlefield. The thermal battery technology was based on a sorption process that can be charged intermittently and used completely independent of electric power. The same electrical heater also provides energy for heating infusion fluid when the appliance was connected to external electrical power.
UNSOM and Rocky Research have successfully completed their efforts under Task 4 as outlined in the original application. Task 4 involved refinement and optimization of an engineering prototype. The proof-of-concept laboratory prototype was designed and built. It has undergone extensive performance testing and critical analysis to enable later engineering prototype refinement and optimization. The final refinement and optimization of portable infusion fluid warmer for FDA approval will occur under a new contract.
The plan for demonstrating operational effectiveness was completed with three fluid warmers and several single patient cartridges (SPC) being built during the development effort. A matrix of applicable test conditions was created to test multiple conditions simulating real world implementation. Test results have demonstrated that the fluid warmers are able to control temperature at an acceptable degree over a range of conditions while having an acceptable flow rate. The portable infusion fluid warmer was tested under a variety of clinically relevant and technically challenging simulations to confirm applicable performance achievements.
The purpose of this project was to develop an appliance to heat infusion fluid that:
1. Supports infusion rates up to 500 ml/min. 2. Can operate indefinitely when attached to an external power source, and 3. Can also operate for a limited time without any external source of energy.
Without external power, up to two units (500 ml each) of fluid can be heated. Design heating rate for the first unit is up to 500 ml/min, with lower rates acceptable for the second unit.
The objective of Task 4 in the original application was to design, fabricate and test field-ready prototypes that can be used in field test experiments. The task culminated with three operational prototypes and several prototypes of the cartridges that contact infusion fluid. These cartridges can be reused during system development, but for human use each cartridge is intended only for use with a single patient.
This report provides an overview of the appliance design and operational philosophy, details of actual design, and appliance performance testing. Operating instructions are included in an appendix.
APPLIANCE OVERVIEW
The infusion fluid warmer is a fully portable appliance that can be operated remotely from electrical power and can also be operated when connected to an external source of electrical power. Remote non-powered heating of two full units (1000 ml total) of fluid is possible. The amount of fluid that can be heated when attached to external power is unlimited.
Fluids being warmed for infusion into human patients only contact a disposable cartridge. Each cartridge is intended for use only with a single patient. Cartridges are easily installed and removed by slipping them over an aluminum cylinder that serves as the heat source. 
Cartridge being installed
An absorption reaction is the mechanism used for energy storage. Heat is released for remote operation by an exothermic reaction between an absorbent and an absorbate. The absorbate or working fluid is ammonia, and the absorbent in a metal inorganic salt that covalently bonds with ammonia to form a complex compound. Complex compounds (also known as coordination compounds) are unique absorbents in that the bonding reaction releases a large amount of energy, and several molecules of absorbate are held at the same energy level, meaning a great deal of heat is released at constant temperature.
Absorption of ammonia to form a complex compound is fully reversible. The absorbent is heated to reverse the reaction and remove ammonia vapor from salt. This process is known as desorption.
Hardware for practical application of absorption and desorption of ammonia for heat storage requires few parts. A flow schematic of the ammonia circuit of the appliance is shown in Figure  2 . An air coil serves as an ammonia evaporator and condenser, and also stores liquid ammonia. A solenoid valve controls flow of ammonia vapor between the air coil and absorber. A liquidvapor separator is provided at the air coil outlet to avoid liquid carryover to the absorber. When infusion fluid is being heated, ammonia vapor flows from the evaporator to the absorber. Absorption of ammonia vapor releases heat, and the absorber transfers heat to infusion fluid via a removable cartridge in thermal contact with the absorber.
The appliance is recharged for subsequent cycles of fluid heating by increasing the temperature of the absorber to drive ammonia back to the air coil. Vapor entering the air coil is condensed, and liquid collects in the bottom tubes where it is stored. The absorber is heated using an electrical heater embedded in the core of the absorber. This same electrical heater also provides energy for heating infusion fluid when the appliance is connected to external electrical power.
The air coil is equipped with a fan to facilitate heat transfer with the ambient environment for evaporating and condensing ammonia.
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EVAPORATOR/ CONDENSER

APPLIANCE DESIGN
The rapid infusion warmer (RIW) comprises an ammonia-containing subsystem, sheet metal enclosure, and supporting peripherals such as control board, fan, and battery. The ammonia containing subsystem consists of an air coil, liquid-vapor separator, solenoid valve, absorber, charge valve, and connecting tubing. Figure 4 shows this assembly.
Component Information Sorber
The heart of the RIW is the sorber. The sorber internals include impregnated disks with complexcompound forming metal inorganic salt and aluminum fins. They are stacked to give a sorber core length of 12".
Holes in the fins and disks are provided for both vapor passage and a heater tube. The heater used is a cartridge heater 1/4" OD x 12.65'" long. Nominal rated heater power is 648 W at 120 VAC.
The sorber shell is 6061 aluminum with 1.93" inside diameter. The outside of the sorber is tapered. The outside diameter is nominally 2.046" on the small end and 2.18" on the large end. The purpose of the taper on the sorber shell is to provide a simple means of installing a singlepatient cartridge for fluid heating, while providing good thermal contact between the cartridge 
Air coil
The air coil used in the RIW is an automotive air conditioner type evaporator. The evaporator is a brazed aluminum assembly with serpentine multi-port tube and aluminum fins. Overall dimensions are 8.8" x8.1''x 3.6". Evaporating and condensing rate of ammonia in the R1W maximizes at about 500 W. A coil with large capacity is used to permit close temperature approach to ambient air.
Liquid-vapor separator
A vertical cylindrical vessel is used to provide separation of liquid and vapor during fluid heating when ammonia is rapidly boiling. The reservoir is 2" diameter by 9" tall.
Electrical components
The RIW has AC and DC electrical components. Recharge is performed when the unit is connected to 120 VAC power. The electrical heater in the sorber operates on 120 volts.
The DC circuit is 24 volts nominal. A battery pack provides DC power when the unit is not connected to external power. The battery pack has 7 cells and nominal working voltage of 25.9 volts. Capacity is 2.6 Ah. The battery is used to drive control circuits, power a 24 VDC fan and operate the solenoid valve that controls flow of ammonia vapor. Battery charging is done with a charge controller obtained from the battery supplier. Control components and power supply reside on a custom printed circuit board.
Single-Patient Cartridge
The SPC is the only component of the RIW system that contacts infusion fluid. This cartridge can be used for an extended period of time 1 and for multiple infusions, but will only be used with one patient. Allowed duration of usage of a single cartridge will likely be on the order of a few days. Allowed duration depends on the volume of stagnation areas inside the heat exchanger and time required for hemolysis of human blood cells. Actual allowed duration of use will be determined during certification tests.
The cartridge has an internal taper that matches a taper on the absorber, and is installed by simply slipping it over the sorber. A slot on one side of the cartridge provides clearance for a bracket on the top of the sorber. Figure 5 shows the sorber and heat exchanger. The tapered interface between the sorber and cartridge was chosen because this contacting method resulted in very easy removal and installation of the cartridge, and because it provided the lowest thermal contact resistance between the sorber and cartridge of all the designs investigated.
' Allowed duration of usage of a single cartridge will likely be on the order of a few days. Allowed duration depends on the volume of stagnation areas inside the heat exchanger and time required for hemolysis of human blood cells. Actual allowed duration of use will be determined during certification tests. The cartridge assembly has internal temperature sensors. Electrical contact to the appliance for the temperature sensors is made as the cartridge is inserted over the sorber. A plastic cover on one side covers fluid tubes and wires connected to temperature sensors. A connector at the bottom of the plastic cover inserts into a matching connector in the appliance to connect temperature signal wires to the control board.
The cartridge is fabricated from an aluminum extrusion which also forms the passage for fluid flow. A thin aluminum cover and saddles for fluid tube connections are adhesive bonded to the extruded core to complete the assembly. Biocompatible epoxy that is in compliance with ISO 10993 for use in medical appliances is used for assembly.
Miscellaneous components
Other components include sheet metal parts, support brackets, a handle, hinges, and door latches. A time delay relay is used to connect the battery to the charger. The charger requires that 120 VAC power be connected for a finite amount of time before the battery is connected to the charger. This delay function will be included on the control PCB in future systems.
A spring-loaded connector is used for making connections with the removable cartridge for temperature probes. A Schrader valve is used for the charge port. Stainless steel valve cores are used for compatibility with ammonia.
OPERATION
Operating instructions are included in the appendix. The appliance is designed to be as simple to operate as possible. The controller detects presence or absence of a SPC. It detects when fluid flow has started and controls delivery temperature accordingly. Battery charging is automatically performed when the appliance is connected to electrical power.
The controller automatically sequences through two modes of operation when fluid heating is called for, whether the function is heat battery heating or electrical power heating. These modes are (I) preheat and wait, and (2) active control.
Preheat and Wait
Preheat and wait is designed to heat the blood warmer as rapidly as possible. Temperature of the cartridge is used to calculate the amount of energy required to warm the sorber and cartridge to 37°C. This amount of energy is then. In electrical heating mode the heater is turned on full power for the proper period of time to deliver the calculated energy. In heat battery mode, the solenoid valve is pulsed open multiple times to result in the proper amount of absorption heating. The amount of ammonia delivered each pulse is known, as is the absorption energy released by the ammonia. Mass of ammonia delivered per pulse is a function of temperature of the evaporator coil, which is close to ambient temperature. An ambient temperature adjustment is made to the calculated number of pulses.
Warmup could also be accomplished with standard PID control algorithms. PID control, by nature, requires somewhat of a cautious approach to set point temperature. The preheat strategy used enables the appliance to reach operating temperature in the least possible amount of time.
After the preheat energy is delivered to the sorber, the appliance simply waits until start of flow is detected. The user can wait several minutes, if necessary, as long as fluid flow is initiated before the sorber and cartridge have cooled excessively.
Active Control Mode
After preheat, the appliance waits until flow is detected and then PID-type control of the fluid outlet temperature is initiated. Indication of flow start is a sudden rapid drop in temperature of fluid at the inlet port to the cartridge. When fluid is flowing, rate-of-change of various temperatures and integrated deviation from setpoint are input to the control algorithm. The controller then delivers energy to the sorber as required to maintain fluid delivery temperature. The appliance will continue to warm fluid as long as flow continues and the appliance has sufficient power to heat the fluid to the setpoint. The temperature setpoint is nominally 37°C. Delivery temperatures between 35 and 40°C are considered acceptable.
PERFORMANCE Fluid Warmer Equipment Optimization and Refinement Testing
Three fluid warmers and several single-patient cartridges were built during this development effort. Performance of all three appliances has been measured. Tests on at least one appliance have been made on various operating modes and conditions. Tests are normally conducted with one liter of fluid (water) from an IV bag in a pressure infuser. Test conditions are set by pressure of the infuser and temperature of the fluid to be warmed. Pressures used in the infuser were 300 mm Hg and 150 mm Hg. These pressures, with a standard infusion set with 3 mm inside diameter tubing and a 16 gauge catheter, give nominally 230 and 130 cc/min flow. Flow rate varies with fluid temperature and is not exactly identical for all cartridges. One high-flow test was also conducted with an infusion set having 3/16" (4.8 mm) inside diameter tubing, a 14 gauge catheter, and 300 mm Hg infuser pressure. Average flow for this test condition was 450 cc/min.
A matrix of applicable test conditions is shown in Table 1 . Except as noted all tests shown in Table I use a standard infusion set and 16 gauge catheter. With three RIW appliances and a test matrix comprising 14 test conditions, the number of tests required to fully prove each prototype becomes prohibitive. In addition, multiple single-patient cartridges were built. Testing various combinations of cartridge and appliance and condition increases the test load. For the effort reported here, all prototypes were tested with cold fluid with 300 mm of infuser pressure, in heat battery mode of operation. Fewer tests were conducted at other conditions. Most of the test effort was devoted to tuning the control algorithm. Each appliance was operated with the final control code in heat battery mode of operation, with cold fluid and 300 mm Hg infuser pressure. One appliance was tested at other conditions, with earlier versions of the code. Results of tests with room-temperature fluid and lower infusion pressure and correspondingly lower flow rates are shown in Figure 7 . At these conditions BW4 also slightly exceeded 40 for a short period of time.
Tab e 1 Rapid Infusion Warmer Test Conditions
Results of electrical heating tests on BW4 are shown in Figure 8 . Tests at 300 mm Hg pressure with warm fluid, and 150 mm Hg pressure with warm and cold fluid are shown. The heater power of 600 W is not quite sufficient to heat cold fluid with 300 mm Hg infuser pressure. Temperature control was very good in these tests.
Test results presented in Figures 6, 7 , and 8 demonstrate that the fluid warmers are able to control temperature to an acceptable degree over a range of conditions. Test results at other conditions are presented in Appendix B. . The primary objective was to compare the performance of this new fluid warmer to currently available warmers used by the military. Lactated ringers solution was used at two different temperatures: room temperature and 4° Celsius. Those fluids were run through the warmer at two different pressures (150mm/Hg and 300mm/Hg) using a hand operated pressure bag and connections were made using standard IV tubing and 18 gauge catheter.
Measurements were recorded of input and output temperatures throughout the duration of time to expend one liter of fluid. Flow rate measurements were taken during each test run. Data was collected for three runs at each temperature and pressure combination. The mean and standard error of the mean was determined for each group. These data were then compared to the data in a study published in Military Medicine (Dubick et. al) .
UNSOM fluid wanner flow rates achieved for high and low flow were 167 + 3.08 and 119 + 1.32 ml/min (See Figures 9 and 10 ). Average output temperatures for high flow were 37.78 °C + 0.05 for 20 °C and 37.32 °C ± 0.05 for 4 °C input temperatures (See Figure 11) . Average output temperatures for low flow were 38.45 °C ± 0.07 for 20 °C and 38.28 °C ± 0.05 for 4 °C input temperatures (See Figure 12 ). Time to reach average temperature for high flow was less than one second. Time to reach average temperature for low flow was 5.3 + 0.11 seconds for room temperature and 16.3 + 0.08 seconds for 4 °C input temperatures (See Table 2 ). Percentage of time at > 35 °C ranged from 96 to 100% (See Figures 13 and 14) and percentage of time > 32 °C was 100% for all tests.
UNSOM prototype was unable to reach the flow rates achieved by the other units. For average output temperature and percentage of time > 32° and 35°C the prototype performed better than or equal to the other units. The prototype performed better than all other units in time to reach average temperature. 
Total Volume Threshold
Total infusion volume represents the total volume that can be administered to the patient on one battery charge. This volume, in the field, would represent the total resuscitation bolus the warmer could deliver on battery power without external power supply. Of note, the device is capable of running indefinite volumes while on external power. First, different fluid temperatures were tested to determine if temperature of fluid sent into the system will affect the total volume threshold.
Starting Fluid Temperature (degrees Celsius)
Total Volume Threshold (ml) 30 degrees C 3400 ml 10 degrees C 1200 ml The fluid warmer was initially tested using Lactated Ringer's that was at room temperature on a pressure bag inflated to pressures varying from 150mm Hg to 450mmHg. Standard IV bag spikes were connected to the fluid bags and then to the fluid warmer. The infusions tubing setup was twenty-four (24) inches in length from the warmer to the catheter initially and later refit with standard length patient tubing measuring 100 inches. Later, the tubing was replaced with larger diameter "Level 1" tubing to attain max flow rates. The catheter tip attached to the end of tubing ranged from 14 to 18 gauge in size and affixed firmly to the tubing. All thermocouples (temperature sensing probes) were confirmed for absence of fluid leak. The runs were all started according to Rocky Research operating instructions. Results on maximum flow rate in ml/min were calculated over battery powered full runs until the output temperature dropped below 35 degrees Celsius. Temperature of the cold junction on the control board inside the appliance. Temperature at the top of the sorber. This temperature is only accurate above approximately 70°C.
During most modes of operation, a "clicking" sound will be heard inside the appliance. This noise is from operation of the solenoid valve that controls flow of ammonia to and from the sorber.
The internal electrical battery will charge anytime the unit is connected to 120 VAC external power. The internal heat battery will charge only when "RECHARGE" is pressed. The fourth line of the display indicating recharge status is not fully functional. The system should be recharged anytime the solenoid valve has been opened, even once, since the last recharge.
Instructions for each mode of operation follow. A list of fault codes and additional button functions are also presented. The public reporting burden for this collection of information is estimated to average 1 hour per response, including the time for reviewing instructions, searching existing data sources, gathenng and maintaining the data needed, and completing and reviewing the collection of information. Send comments regarding this burden estimate or any other aspect of this collection of information, including suggestions for reducing the burden, to Department of Defense, Washington Headquarters Services, Directorate for Information Operations and Reports (0704-0188), 1215 Jefferson Davis Highway, Suite 1204, Arlington, VA 22202-4302. Respondents should be aware that notwithstanding any other provision of law, no person shall be subject to any penalty for failing to comply with a collection of information if it does not display a currently valid OMB control number. PLEASE DO NOT RETURN YOUR FORM TO THE ABOVE ADDRESS. 
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